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ABSTRACT 
 
The possibility to “dress up” the speckles and thereby providing them with a fine structure will be discussed. As these 
speckles arise from scattering off solid targets, the dynamics of the speckles and their inherent fine structure might vary, 
providing information on different aspects of the surface displacement. This is achieved by illuminating the object with 
structured light, and observing the speckle field as it passes an optical system. In this way, simultaneous measurement of 
displacement (e.g. 2-D) and rotation can be performed. The application of this concept with a system based on spatial 
filtering velocimetry and ordinary speckle correlation will be discussed. 
Key words: speckle dynamics, velocity measurement, speckled speckles 
 
1. INTRODUCTION 
When coherent light is scattered off a rough surface, the resulting field in the observation after passage of an optical 
system has to be found by adding up the field contribution from the entire surface. In general, this will result in a highly 
intensity modulated pattern, named speckles. This issue has been frequently addressed and several comprehensive 
treatment have been offered1. These evaluations are usually based on illuminating the object with a single Gaussian 
beam. In the present treatment we will review the speckle properties when the object is illuminated with an array of 
beams, and specifically when only two beams of varying mutual position and angle of incidence illuminate the object2,3. 
Investigations of this phenomena giving rise to a fine structure in the speckle field, named “compound speckles”, have 
subsequently been addressed. A description of the three dimensional structure of the speckle field by crossing beams 
have been given4. 
 
The dynamics of speckle patterns for probing object dynamics have been analyzed by optically correlating speckle 
images before and after a lateral translation5,6 and for probing rotational displacements7. The associated accuracy and 
uncertainties have been analyzed in case of intensity correlation between subsequent recordings8. 
 
The motivation for this investigation is the application for miniaturized optical sensors for displacement measurement, 
being it measurement of rotation, linear displacement or the associated vibrations. In order to meet the requirements for 
miniaturized sensors, we employ spatial filtering velocimetry9-11. As the systems we investigate address the consumer 
market, laser eye safety is a second motivation for splitting up of the illuminating beam12. 
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The theoretical investigation will follow the path presented in a previous paper13. There, the formalism based on complex 
ABCD-matrices14 was combined with the statistical properties for speckle statistics15. After revisiting the theoretical 
evaluation, the main results will be presented, with special emphasis on the dynamical behavior (speckle size, velocity 
and decorrelation) for the three generic system, viz. free space propagation, imaging and Fourier transform. The 
applications being for miniaturized optical sensors, the implications for establishing systems being sensitive to only 
displacement or rotation will be stressed. Following this, a conclusion will sum up the findings.  
 
2.  THEORETICAL DESCRIPTION  
We will adhere to the formalism of complex ABCD-matrices, here with the restrictions that 
• the input- and output plane are placed in a medium with the same refractive indices 
• the optical system is rotationally symmetric 
• the optical elements consist of free space, mirrors, parabolic reflectors, free space and apertures, which are 
Gaussian apodized 
• the statistics of the scattering surface is isotropic and space independent 
• the statistics for the field in the output plane is circularly symmetric Gaussian 
 
The (scalar) electric field, ( , )U tp , in the observation is given by 
 ( , ) ( , ) ( , ) ,refU t G U t d= ∫p r p r r  (1) 
where ( , )G r p is the Green’s function connecting the observation plane with the time dependent field(s) in the object 
plane, ( , ).refU tr  The Green’s function is in the matrix formalism given by  
 2 2( , ) exp ( 2 )
2
ikG A D
B
⎡ ⎤∝ − ⋅ +⎢ ⎥⎣ ⎦r p r r p p . (2) 
Here, the effect of the entire train of optical elements making up the optical system connecting the object with the 
observation plane is embedded in the three complex parameters A, B and D. The scattering surface is assumed to give 
rise to a fully developed speckle field, being it based on transmission or reflection. This means that the phase change 
between two adjacent positions is uncorrelated, and further that the probability distribution for the phase is uniform from 
0 to 2 .π  Displacement of the object a distance Δr will make this structure move as a frozen pattern without any spatial 
decorrelation. This means that we are only considering rigid structures. The scattered field leaving the object can then be 
written 
 ( , ) ( , ) ( ),ref incU t t U=Ψr r r  (3) 
where the time –independent field(s) incident on the object is given by ( )incU r and the phase function of the object 
giving rise to fully developed speckles has the following properties: 
 ( )1 2 1 2( , ) *( , ) .t t τ δ τΨ Ψ + ∝ − +r r r r v  (4) 
Here angular brackets mean ”ensemble average” and v is the transverse velocity of the object. No longitudinal object 
velocity is assumed present. Neither have we assumed any spatial reflective intensity variations, nor have we included 
the overall reflective/transmissive factors as we are solely interested in the previously described parameters. We now 
posses the necessary tools for tracking the field from the object to the observation plane.  
 
Calculation of the space- and time-lagged crosscovariance of the intensity before and after an object displacement will 
provide us with all the information necessary to describe the speckle behavior in the observation plane. The space- and 
time-lagged intensity covariance is given by: 
 ( , ) ( , ) ( , ) ( , ) ( , )I t I t I t I tτ τ τΓ Δ = − Δ − − − Δ −p p p p p p p , (5) 
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and on the optical axis in normalized form: 
 
( )
( )
2,( , ) ( , )  where
0,0
( , ) ( , )
( , )
( , ) ( , )
N
U t U t
U t U t
ττ γ τ
τγ τ
∗
∗
Γ ΔΓ Δ ≡ = ΔΓ
Δ −Δ =
p
p p
0 p
p
0 0
. (6) 
 
Arriving at the last expression in Eq. (6), we have taken advantage of the field obeying Gaussian statistics and being 
circularly symmetric, i.e. the Siegert relation. The initial task of calculating a fourth-order field correlation function, Eq. 
(5), has now been reduced to deriving a second order field correlation function in the output plane.  
 
Had the input field 0 ( )U r consisted of a single Gaussian beam, the three desired parameters, namely the average speckle 
size, the speckle velocity and their decorrelation length have previously been found16.  Here, our goal is to investigate the 
influence on these parameters by illuminating the object with structured light.  
 
The field incident on the object here consists of two fields, i.e: 
 
2 2
0 0
1,2 0 02
0
1 2
( / 2) ( / 2)( ) exp ( / 2)
2
( ) ( ) ( )
C
inc
ikU U ik
w R
U U U
θ⎡ ⎤± Δ ± Δ= − − ± Δ ⋅⎢ ⎥⎣ ⎦
= +
r r r rr r r
r r r
m
. (7) 
The two incident fields have the same 1/e2 intensity 
radius 0ω , radius of curvature cR , angle of incidence θ± at 
their impact centre and a mutual separation 0.Δr  Here, RC is 
negative (positive) for a divergent (converging) beam. 
We are now able to track the fields, before and after an 
object displacement, through the arbitrary optical system by 
combining the expressions in Eqs. (2), (3), (4), and (7) and 
inserting this in Eq. (1). In doing this, we would obtain 4 
terms for the field correlation in Eq. (6) and 16 terms for the 
intensity covariance. 
 
As argued in Appendix A, the important contributions to the intensity covariance becomes 
 
2 2
11 22 11 22( , ) ( , ) ( , ) 2Re ( , ) ( , )τ γ τ γ τ γ τ γ τ∗⎡ ⎤Γ Δ = Δ + Δ + Δ Δ⎣ ⎦p p p p p . (8) 
  All mixed terms 12 21( , ) and ( , )γ τ γ τΔ Δp p will vanish for the time-scales under consideration here, i.e. we do not 
consider time-of-flight velocimetry where one probes the time it takes object structures to pass from one illuminated spot 
to the next.   
 
We are now able to derive the space-time-lagged intensity crosscovariance in the observation plane. For simplicity in 
presentation, we present below the one-dimensional case whereΔ (Δ ,0)p=p , and ( )0 ,0xΔ = Δ0r , where it is tacitly 
understood that ( ),0v=v  is the component of the peripheral velocity parallel to the x- axis. We get: 
 
A B
C D
⎧ ⎫⎨ ⎬⎩ ⎭
velocity
Incident beams
Object plane
x
y

-
0rΔ
Observation 
plane
px
py
Fig. 1. Illumination of a solid structure with two incident beams, and 
recording of the speckle pattern after passing an optical ABCD-system.
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 ( ) ( )2 2 2 02 2
0
[ / ] 2( , ) exp cos ( )
2
C
S
v p v A B R k x Bp p v A
w B r
τ τ θτ τω
⎡ ⎤Δ − − Δ⎡ ⎤⎛ ⎞Γ Δ = − − Δ − +⎢ ⎥ ⎜ ⎟⎢ ⎥Δ⎝ ⎠⎣ ⎦⎢ ⎥⎣ ⎦
 (9) 
where 
 
0
2 .S
Bw
kw
=  (10) 
For the sake of clarity, we have assumed all matrix elements to be real-valued meaning that the optical system, itself, 
does not contain absorbing apertures. The addition of apertures is straight-forward by following the above procedure but 
the results become less intelligible. The speckle size is in Eq. (10) given by .sw  A closer look at Eq. (9) reveals that the 
first exponential contribution is the conventional speckle displacement with the following properties: 
• speckle size 02 /( )B kω  
• speckle velocity: ( )/ Cv A B R−  
• decorrelation distance in object plane: 0.ω  
In case of free space propagation a distance L, we have 1 and ,A B L= = which by insertion in the above expressions 
shows the well-known speckle parameters. The second cosine-term describes the fine structure that for certain 
parameters might “dress” the larger speckles with a fringe pattern having an arbitrary phase from one speckle to the next. 
The following characteristics are associated with this fine structure: 
• fringe spacing 0/B rλ Δ  
• fringe velocity 0( 2 / )v A B rθ+ Δ  
Based on the above, the average number of fringes within a speckle becomes 0 0/( )r π ωΔ , which is the relative separation 
of the incident spots on the object measured in units of their beam diameters. Likewise, the ratio between the fringe 
velocity and the speckle velocity becomes ( )02 / /( / )cA B r A B Rθ+ Δ − . It is therefore unlikely that the two patterns will 
move with identical velocities during the object displacement. In fact, situations may arise where the fringe pattern 
moves in one direction, and the underlying speckle pattern (watermark!) will move in the opposite direction.  
 
Next, we will summarize the above 5 important parameters for the three generic systems: 
• Free space propagation a distance L: (A=1, B=L) 
• Imaging with magnification M: (A=M, B=0) 
• Fourier transformation with object at a distance f from a lens with focal length f, and observation in the back 
focal plane of the lens: (A=0, B=f) 
We get the following parameters shown in Table 1. 
 SPECKLE SIZE SPECKLE 
VELOCITY 
DECORRELATION 
IN OBJECT SPACE 
FRINGE 
SPACING 
FRINGE 
VELOCITY 
Free Space 
0
2L
kω  1
c
Lv
R
⎛ ⎞−⎜ ⎟⎝ ⎠
 0
ω  
0
L
r
λ
Δ  
0
21 Lv
r
θ⎛ ⎞+⎜ ⎟Δ⎝ ⎠  
Imaging 0∝  
Defined by limiting 
aperture 
M v  0ω  non-existing  
for 0 02r ωΔ >  
M v  
Fourier 
transform 
0
2 f
kω  c
f v
R
 0ω  
0
f
r
λ
Δ  0
2 f v
r
θ
Δ  
Table 1. Dynamic parameters for three generic optical systems in case of transverse object velocity v. 
 
In case the scattering structure is a rotating shaft with radius R, a similar evaluation as above can be conducted. To be 
precise, the value R is the radius of rotation, which usually coincides with the object radius.  We consider out-of-plane 
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rotation of the object, i.e. the axis of rotation is perpendicular to the optical axis. This case had previously been discussed 
when the object is illuminated with structured light17. As shown, we can use the above formulas by introducing a first 
optical element, namely a lens with focal length –R/2, followed by the actual optical system. In doing so, we have the 
following new parameters to be used in Eq. (9): 
 2 / ; ,  and A A B R B B v Rω→ + → →  ,                                (11) 
 where ω  is the angular velocity of the object. We get the following expressions shown in Table 2 for the space- time-
covariance of the speckle pattern for the three generic systems form Table 1.  
 
 SPECKLE SIZE SPECKLE 
VELOCITY 
DECORRELATION 
IN OBJECT SPACE 
FRINGE 
SPACING 
FRINGE 
VELOCITY 
Free Space 
0
2L
kω  
21
c
L LR
R R
ω ⎛ ⎞⎛ ⎞+ −⎜ ⎟⎜ ⎟⎜ ⎟⎝ ⎠⎝ ⎠
 0
ω  
0
L
r
λ
Δ  
0
2 1 RR L
r
θω⎛ ⎞⎛ ⎞+ +⎜ ⎟⎜ ⎟⎜ ⎟Δ⎝ ⎠⎝ ⎠
Imaging 0∝  
Defined by 
limiting aperture 
M Rω  0ω  0∝ for 
0 0r ωΔ >  
M Rω  
Fourier 
transform 
0
2 f
kω  2
c
Rf
R
ω ⎛ ⎞−⎜ ⎟⎝ ⎠  
0ω  0/f rλ Δ  
0
22 f Rf
r
θω⎛ ⎞+⎜ ⎟Δ⎝ ⎠  
Table 2. Dynamic parameters for three generic optical systems in case of a rotational velocityω  for a shaft of radius 
R. 
 
If our goal is to establish either an optical system that probes peripheral velocity or rotational speed of a rotating 
structure, we have to achieve speckle velocities that are either proportional to Rω , or ω  independent of R, respectively. 
Next, we can choose either to use the speckles themselves or the fringe velocity as a measure of the quantity, we intend 
to measure. Finally, we can choose one of the three generic systems for our purpose. As an example, let’s assume we 
wish to use the fringe velocity in a free space system for probing surface velocity. The associated fringe velocity is found 
in the right uppermost corner of Table 2. We then seek the condition for the fringe velocity being proportional to 
Rω alone, which becomes 02 /( 2 ).R L r r Lθ>> Δ Δ +  Following this path, Table 3 sums up the possibilities for 
establishing these “clean” setups. 
{ } { }Measurand   Optical system↓ →  OPTICAL SYSTEM SPECKLE VELOCITY FRINGE VELOCITY 
 
Surface velocity, Rω dependence 
 
Free space 2 2
2
c
c
R L R R
R R
>> ∧ >>
∨ =  
2R L L rθ>> ∧ >> Δ  
Imaging No restrictions No restrictions 
Fourier transform 
cR R>>  0r RθΔ >>  
 
Rotational velocity,  
ω -dependence 
 
Free space 2 2 c
c
L R R R
L R
>> ∧ >>
∨ =  
2L R r Rθ>> ∧ Δ >>
Imaging Not possible Not possible 
Fourier transform 
cR R<<  0r RθΔ >>  
Table 3. Restrictions for establishing optical systems for probing peripheral velocity and rotational speed for rotating 
objects.  
 
Designing of an optical system for measuring surface displacement can rely either on Spatial Filtering Velocimetry, in 
which case the fringe velocity has to be probed, or it can rely on correlation of recorded speckle patterns, in which case 
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Camera
Target
WD=z Zt
>1<
Zg
< >
 
 
speckle velocity might be appropriate. In the latter case, a collective movement of both patterns might be preferred, in 
which case Table 1 and 2 help establishing the demands for the illuminating fields.  
3. MEASUREMENTS 
 A simple setup showing the effect of creating a fine structure inside speckles embedded in a speckle pattern were 
created as shown in Fig. 2. 
 
 
Fig. 2. Setup for probing dynamical behavior of compound 
speckles 
The light from a Vertical Cavity Surface Emitting Laser 
(VCSEL) is partly collimated with lens L and sent through 
the Diffractive Optical Element (DOE) that here splits up 
the beam in three angularly separated beams. A diffuse 
screen is placed at a distance tz  from the DOE, and the 
transmitted field is observed with a CMOS camera at a 
distance z from the screen. The compound speckle pattern 
is observed as the screen is laterally displaced between 
recordings. An example of the observed speckle pattern is 
shown in Fig. 3, and the associated autocorrelation 
function is shown in Fig. 4. 
 
0 100 200 300 400 500
0
100
200
300
400
 
Figure 3. speckle pattern with 
fine structure. 
0 100 200 300 400 500
0
100
200
300
400
Figure 4. Autocorrelation 
function of the speckle pattern in 
Fig. 3. 
A set of experiments were performed with the 
setup shown in Fig. 2. The following parameters 
with reference to Tables 1-3 were applicable: 
0
0 070μm, 570μm, =3.2  and 60mm.r Lω θ= Δ = =
 
We recorded the compound speckle pattern 
before and after a minor translation of the 
object. During the postprocessing the speckles 
and the fine structure were separated by spatial 
filtering, and finally, the simultaneous 
displacement of the speckle pattern and the 
fringe pattern,  were measured by 
crosscorrelation and subsequent peak finding. 
The gains of the two structures, defined as the 
ratio between the  displacement of the respective 
structures  and the object displacement are 
shown in Fig. 5 as a function of the off-setting 
of the VCSEL with respect to back focal plane 
of the lens L. This resulted in a rapid variation 
of the radii of curvature of the three incident 
beams, .cR  
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Figure 5.   The ratio of the gain factor for the speckle 
pattern and the gain factor for the fine structure is plotted 
(circles and squares, left axis) as a function of Δz. 
Further, the gain factor of for the fine structure is 
normalized to the expected gain and plotted (triangles, 
right axis) as a function of Δz as well. Speckle gain is 
plotted both for a single (SM) and a multimode VCSEL 
(MM). 
 
According to Table 1 the speckle velocity will depend on 
this curvature, whereas the fringe velocity will be 
independent of .cR  The speckle displacement were 
measured both with a single-mode VCSEL and with a 
multimode VCSEL with a smaller output angle of 
divergence, resulting in an increased spot size at the object. 
Although the spot size in itself does not influence the 
speckle velocity, when scanning the same distance of zΔ the 
range of the confocal parameters of the beams incident on 
the object will be smaller. Accordingly, the range of the 
radius of curvature of the beams at the object decreases, 
and this will reduce the change in speckle gain, as shown in 
Fig. 5. 
 
One of the goals for this investigation is to establish a 
measurement system for probing rotational speed, where 
e.g. the speckle velocity uniquely probes the rotational 
velocity and e.g. the fringe velocity probes the peripheral 
velocity.  Using the result from Table 2, one can see that an 
ideal optical system cannot be achieved, but in case of a 
Fourier transform setup, a sufficiently applicable system 
can be achieved when cR R<< and 0R rθ >> Δ .  
 
CONCLUSION 
The influence on the dynamic properties of speckles arising from scattering off solid structures has been investigated in 
case the object is illuminated with two beams. The object has been assumed to give rise to fully developed speckles, and 
the two incident beams have arbitrary but equal radius of curvature and hit the object at opposite but arbitrary angles. 
Further, the distance between the two spot centers is a free parameter, although this separation has been assumed larger 
that the spot sizes of the incident beams.  
 
It has been shown that the observed speckle pattern possesses the well known speckle characteristics when illumination 
is with one beam, only. In addition, each speckle is dressed with a fringe pattern with an arbitrary phase change from one 
speckle to the next. The dynamical behavior of these two structures is in general different, revealing different aspects of 
the dynamics of the object. Specifically, the dynamics have been studied both for linear and rotational displacement of 
the object for the three generic optical systems connecting the object and the observation plane, i.e. free space 
propagation, imaging and Fourier transform.  
 
Finally, expressions have been presented where speckle size, speckle decorrelation length, speckle velocity, fringe 
spacing and fringe velocity have been found for compound speckles. Expressions were only given for real-valued 
ABCD-matrix elements and the path to derive the results for complex matrix elements was shown. This would provide 
the results in case the optical system included Gaussian apodized transmission apertures in the ABCD-formalism. 
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APPENDIX A 
The field correlation function Eq. (6) becomes13 
 
 11 12 21 22( , ) ( , ) ( , ) ( , ) ( , )γ τ γ τ γ τ γ τ γ τΔ = Δ + Δ + Δ + Δp p p p p  (A1) 
where 
 
2
2
12 1 2
( , ) ( , ) ( , ) ( ) ( ), 1,2
and
( , ) ( , ) ( , ) ( ) ( )
ii i id rG G v U U v i
d r G G v U U v
γ τ τ τ
γ τ τ τ
∗ ∗
∗ ∗
Δ = − − Δ − =
Δ = − − Δ −
∫
∫
p r p r p p r r
p r p r p p r r
. (A2) 
Here we have taken advantage of the assumption of delta-correlation of the scattering structure, as described in Eq. (4).  
Substituting Eqs. (9) and (10) into Eq. (6) and rearranging terms yields  
 
2 2 2 2
11 22 11 22 12 21
11 12 11 21 12 21
22 21 22 12
( , ) ( , ) ( , ) 2Re ( , ) ( , ) ( , ) ( , )
( , ) ( , ) ( , ) ( , ) ( , ) ( , )
2Re
( , ) ( , ) ( , ) ( , )
τ γ τ γ τ γ τ γ τ γ τ γ τ
γ τ γ τ γ τ γ τ γ τ γ τ
γ τ γ τ γ τ γ τ
∗
∗ ∗ ∗
∗ ∗
⎡ ⎤Γ Δ = Δ + Δ + Δ Δ + Δ + Δ⎣ ⎦
⎡ ⎤Δ Δ + Δ Δ + Δ Δ⎢ ⎥+ ⎢ ⎥⎢ ⎥+ Δ Δ + Δ Δ⎣ ⎦
p p p p p p p
p p p p p p
p p p p
 (A3) 
 
Upon performing the indicated integrations we obtain that the last seven terms on the right hand side of Eq. (A1) (i.e., 
terms that contain quantities of the form ijγ , where i j≠ ) are proportional to either 2 20 0exp ( ) /vτ ω⎡ ⎤− Δ −⎣ ⎦r  or 
2 2
0 0exp /ω⎡ ⎤− Δ⎣ ⎦r .  In all cases of practical concern we have that 0 / vτ << Δr , and because 0Δr  is large compared to 
0ω  these six terms are infinitesimally small and can be neglected.  On the other hand, the contribution from the first 
three terms are finite and yield (for simplicity in presentation we later present the one-dimensional case 
where 0 2LθΔ =r , where it is tacitly understood that v is the component of velocity parallel to the p- axis). This result is 
used in Eq. (8). 
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